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Abstract. A new off-line instrument to quantify peroxides
in aerosol particles using iodometry in long path absorption
spectroscopy has been developed and is called peroxide long
path absorption photometer (Peroxide-LOPAP). The new an-
alytical setup features important technical innovations com-
pared to hitherto published iodometric peroxide measure-
ments. Firstly, the extraction, chemical conversion and mea-
surement of the aerosol samples are performed in a closed
oxygen-free (∼ 1ppb) environment. Secondly, a 50-cm opti-
cal detection cell is used for an increased photometric sensi-
tivity. The limit of detection was 0.1µM peroxide in solution
or 0.25nmolm−3 with respect to an aerosol sample volume
of 1m3. The test reaction was done at a constant elevated
temperature of 40 ◦C and the reaction time was 60min.
Calibration experiments showed that the test reaction
with all reactive peroxides, i.e. hydrogen peroxide (H2O2),
peracids and peroxides with vicinal carbonyl groups (e.g.
lauroyl peroxide) goes to completion and their sensitivity
(slope of calibration curve) varies by only ±5%. However,
very inert peroxides have a lower sensitivity. For example,
tert-butyl hydroperoxide shows only 37% sensitivity com-
pared to H2O2 after 1h. A kinetic study revealed that even
after 5h only 85% of this inert compound had reacted.
The time trends of the peroxide content in secondary
organic aerosol (SOA) from the ozonolysis and photo-
oxidation of α-pinene in smog chamber experiments were
measured. The highest mass fraction of peroxides with 34%
(assuming a molecular weight of 300gmol−1) was found
in freshly generated SOA from α-pinene ozonolysis. Mass
fractions decreased with increasing NO levels in the photo-
oxidation experiments. A decrease of the peroxide content
was also observed with aging of the aerosol, indicating a de-
composition of peroxides in the particles.
1 Introduction
Beside their decisive role in atmospheric processes ambient
ﬁne and ultraﬁne particles have also an important impact on
human health, predominantly on respiratory and cardiovas-
cular systems (Pope and Dockery, 2006; Pope et al., 2009).
Up to about 70% of these ambient particles are composed of
organic material (Jimenez et al., 2009). However, the highly
complex organic mixture is chemically still poorly charac-
terized (Hallquist et al., 2009). The reaction of volatile or-
ganic compounds with ozone and OH radicals in the polluted
troposphere generates a variety of oxygenated organic com-
poundslikealdehydes,ketones,carboxylicacids,nitratesand
organic hydroperoxides of low volatility, which can parti-
tion into aerosols (Atkinson, 2000; Atkinson and Arey, 2003;
Kroll and Seinfeld, 2008). Organic hydroperoxides are gen-
erated in the atmosphere in three different ways: (1) by gas
phase reactions of HO2 radicals with organic peroxy radicals
RO2 (e.g. Atkinson, 2000), (2) via the reaction of water with
“Criegee intermediates” from alkene ozonolysis (e.g. Hasson
et al., 2001) and (3) by aqueous-phase photochemical reac-
tions in atmospheric water (e.g. Faust et al., 1993). Depend-
ing on the volatility and solubility of these peroxides they
partition more or less into the particle phase. Model simula-
tions predict organic hydroperoxides to be major contributors
of secondary organic aerosol mass (Bonn et al., 2004; John-
son et al., 2004). The contribution of peroxides to health risk
is assumed to be important because of their high reactivity
and oxidation potential (Morio et al., 2001). Besides the in-
terest in the formation and chemical composition of aerosols
this is another important motivation to analyse the content
of hydrogen peroxide and organic peroxides in secondary or-
ganic aerosol (SOA).
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Along with several methods to analyse peroxides, the most
widely used techniques are based on electrochemical reduc-
tion (e.g. Qi and Baldwin, 1993) and ﬂuorometric detection
of a ﬂuorescing dimer, which is produced from the deriva-
tization of a peroxide catalysed by the enzyme horseradish
peroxidase (e.g. Lazrus et al., 1985; Kok et al., 1986; Wang
and Glaze, 1998). However, the relevant drawbacks of these
detection methods are different sensitivities for different per-
oxide species as well as the missing accessibility for dialkyl
peroxides, which need to be hydrolysed ﬁrst. Moreover, an
aqueous solvent is required to sustain the catalytic activity of
the enzyme. This hinders the quantitative extraction of less
water soluble peroxides from the particles.
We used iodometry for quantiﬁcation of the total perox-
ide content (Banerjee and Budke, 1964). This method was
already applied in other studies to measure the peroxide con-
tent of aerosols (Docherty et al., 2005; Ziemann, 2005; Sur-
ratt et al., 2006; Nguyen et al., 2010). Herein peroxy-groups
oxidize iodide ions (I−) to molecular iodine (I2) in solu-
tionwhichsubsequentlyformsyellowcolouredtriiodideions
(I−
3 ). However, molecular oxygen reacts in the same way
with iodide ions, which is a major drawback of this method.
We minimised the inﬂuence of oxygen by constructing a
closed oxygen-free instrument.
Furthermore, due to insensitive spectrophotometry with
1-cm cuvettes, the experiments in former studies had to be
performed at very high aerosol concentrations and the time
resolution was rather low (2–4h) (e.g. Surratt et al., 2006).
Peroxide mass fractions from 20% to over 100% were re-
ported in SOA from various precursors assuming a molecular
weight of 300gmol−1 for peroxides (Docherty et al., 2005;
Ziemann, 2005; Surratt et al., 2006; Nguyen et al., 2010). To
enhance the sensitivity we developed a long path absorption
spectroscopy system. According to Lambert-Beer’s law, the
sensitivity of spectrophotometry can be enhanced by increas-
ing the optical path length. However, this requires that the
background from the reagents can be kept at a low level. This
sensitive analytical method has already been successfully ap-
plied in different colorimetric detection studies (e.g. Yao et
al., 1998; Heland et al., 2001; Callahan et al., 2002). In anal-
ogytotheoriginallongpathabsorptionphotometer(LOPAP)
which was developed for HONO measurements (Kleffmann
et al., 2002), we call the instrument Peroxide-LOPAP.
2 Experimental
To measure peroxides in aerosol particles with our new
Peroxide-LOPAP, samples are collected either via impaction
on steel plates or behind a charcoal denuder on Teﬂon ﬁl-
ters.Thesesamplesarethenextractedunderanaerobiccondi-
tions in an aqueous solution of hydrochloric acid (pH 1) and
ethanol (1:1 by volume) at 40 ◦C. Extraction and the iodo-
metric test reaction of peroxides with iodide ions take place
at the same time since the solvent mixture initially contains
potassium iodide (KI) as well. Anaerobic conditions are es-
sential because molecular oxygen reacts competitive to per-
oxides. Triiodide ions are formed in situ from generated io-
dine and excess KI. After 60min their absorbance is mea-
sured using a long path detection cell (liquid core waveguide,
LCW) and a photometer.
2.1 Analyser setup
Figure 1 presents a schematic of the new instrumental setup.
The reaction vessel, the solvents, the liquid pump as well
as the liquid core waveguide (LCW) are situated in an air
tightPVChousing.Thisispermanentlyﬂushedwithnitrogen
(99.999%, “5.0”). Liquids have to pass a PTFE (polytetraﬂu-
oroethylene) in-line ﬁlter (Omniﬁt 003305, porosity 25µm)
before entering the LCW. Ultrapure nitrogen (UPN) is pro-
duced from nitrogen (Carbagas, Alphagaz 2 N2, 99.9999%,
< 0.1ppm O2) with a gas puriﬁer (Entegris, GateKeeper).
This setup reduces the oxygen content to about 1ppb, ac-
cording to the manufacturer. Each solvent is purged for
oxygen by bubbling with UPN before use in the test reac-
tion. We exclusively use chemically resistant PTFE or PEEK
(polyetheretherketone) tubings and ﬁttings in the instrument.
PTFE is known to be permeable to oxygen (Dobson and Tay-
lor, 1986; Giacobbe, 1990) which requires that the entire
extraction and measurement set up is placed in an oxygen-
free atmosphere housing. Stainless steel tubings are used
for nitrogen outside the housing. The piston cylinder and
piston are made from ceramic and the cylinder case from
Tefzel (Ismatec, REGLO-CPF RH00.CTC-LF). As detection
cell we use a Teﬂon AF 2400 LCW tube (DuPont, 0.6mm
I.D.).ThisspecialtypeofTeﬂondiffersfromcommonlyused
polyﬂuorocarbons by its very low index of refraction of 1.29
only (Resnick and Buck, 1999). Filled with water or ethanol
the light is totally reﬂected inside the capillary. The optical
path length was measured to be 0.46m. The absorbance is
measured by a spectrophotometer (Ocean Optics, SD 2000).
White light is supplied via a 200-µm glass ﬁber (Fiber Optic,
Switzerland, “Lichtleiter mit Quarzfaser” SFS200/220T UV-
VIS) from a deuterium lamp (Avantes, AvaLight-DH-S). The
glass ﬁber, the solvent tubing and the LCW are connected
inside the housing via Tee ﬁttings (VICI AG International,
high pressure PEEK, 1/3200 ﬁngertight nuts, bore 0.5mm).
The glass ﬁbers are connected to these Tees via Nanovol-
ume column replacement liners (VICI AG International, high
pressure PEEK, 27mm, 1/3200 O.D., bore 225–250µm). This
system is easy to install, allows to change the LCW as well
as the glass ﬁbers easily and is air tight.
The test reaction takes place in a FIOLAX test tube (ap-
prox. 5ml, 10×75mm, Duran group) as reaction vessel. It
is tightly closed with a rubber plug containing the PTFE tub-
ings for liquids and UPN. This reaction solution is mixed
by bubbling UPN via a glass capillary. The reaction vessel
is placed in an aluminium block, which can be heated by
two heating elements delivering an output power of 10W.
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Fig. 1. Setup of the Peroxide-LOPAP. All tubings, ﬁttings, vessels
and the pump are positioned in an air-tight PVC housing under a ni-
trogen atmosphere (99.999%). To position the reaction vessel into
the analyser only that compartment has to be opened. Adding sol-
ventsintothereactionvesselaswellasthetriiodidesolutionintothe
LCW, the analyser has not to be opened. Before use, each solvent
is purged of oxygen by bubbling with nitrogen (99.9999%) cleaned
with a gas puriﬁer (Entegris, GateKeeper).
With this heater the temperature of the reaction solution in
the reaction vessel can be elevated from 22 ◦C to about 39 ◦C
within 2.5min. This is very quick compared to the reaction
time of 60 min. For each analysis, the test tube as well as the
glass capillary was replaced by new ones.
2.2 Analysis protocol
Samples were extracted and reacted in 2.5ml of 0.1M
HCl(aq)/ethanol (1 : 1 by volume) containing 26±0.3mg
of potassium iodide (KI, 63±0.7mM) (18Mcm wa-
ter; ethanol: Merck, EMSURE®, absolute for analysis; KI:
Fisher Scientiﬁc). First, the reaction vessel containing the KI
and the ﬁlter sample is placed in the heater within the reac-
tion vessel compartment. This is then closed and the KI and
the ﬁlter sample are ﬂushed with ultrapure nitrogen (UPN)
for 10min. Then deoxygenated solvents are ﬁlled into the
tube without opening the analyser housing. The heater is
switched on during the ﬁlling time (∼ 4min) and reaches
40 ◦C by the end of the ﬁlling.
To avoid semi-volatile compounds to evaporate from the
aerosol samples while ﬂushing with UPN, the aluminium
heating block is cooled down from 40 ◦C to room temper-
ature (RT) after each analysis with cooling spray. Homoge-
neous mixing of the sample is achieved by bubbling UPN
at the beginning of the extraction/reaction as well as after
60min right before the photometric detection. A positive
nitrogen pressure within all vessels is sustained during the
analysis. At the end of the reaction, the mixture is pumped
into the LCW to record the absorption spectrum.
2.3 Aerosol sampling and extraction
We used two different methods to sample aerosol particles:
impaction and ﬁlter sampling. The aerosol mass collected
was quantiﬁed gravimetrically (METTLER MT5, Max 5.1g,
±1µg).
For impaction we used an impactor described by Williams
et al. (2006) with a particle size cut point D50 = 85nm. Par-
ticles impact on A4-steel plates (1mm thickness) to ensure a
ﬂat surface. These steel plates are easier to handle compared
to thin Teﬂon or aluminum foils and guarantee a constant dis-
tance between critical oriﬁce and sampling surface. Due to a
high chromium content of A4-steel (16–18.5%, X5CrNiMo
17-12-2, DIN EN 10088-3), these plates are inert and do
not inﬂuence the test reaction as could be shown by blank
(i.e. pure potassium iodide) experiments. The use of an im-
pactor does not need a charcoal denuder to remove organic
gases. However, the collection efﬁciency was just only 43%
as measured by gravimetry. The ﬂow rate of the impactor was
7.2lmin−1.
Forﬁltersamplingweused17mmPTFEmembranes(Flu-
oropore Membrane, 3.0µm, Millipore FSLW04700 or Fluo-
ropore Membrane, 1.0µm, Millipore FALP04700) behind a
charcoal denuder to remove organic gas phase components.
Flow rates were 14–15lmin−1 for 3.0µm pore size and 8–
9lmin−1 for 1.0µm pore size. This type of sampling may
suffer from positive artifacts from adsorbing gaseous species
(if the denuder is not 100% efﬁcient) or negative artifacts by
evaporation of semi-volatile species from the ﬁlter. The sam-
pling times varied between 30 and 120min depending on the
aerosol mass concentration and sampling ﬂow rate. During
an experiment up to 5 samples were taken and analysed.
The aerosol sample on the ﬁlter or impactor steel plate
stays in the reaction test tube during the entire reaction time.
Hence, even peroxide species with a very low solubility in
water or ethanol (e.g. benzoyl peroxide, lauroyl peroxide) are
extracted and converted in the test reaction. Some extracted
aerosol components may absorb visible or UV-light as well,
as shown by Hecobian et al. (2010). To account for this inter-
ference of absorbing aerosol components on the photomet-
ric peroxide measurements, the Teﬂon ﬁlters were cut in two
halves and one half was analysed without potassium iodide.
In this way the background absorbance of the aerosol was
subtracted from the triiodide signal.
2.4 Data acquisition
The absorbance was recorded using the software OOIBase32
(Ocean Optics). A reference spectrum was taken from the
solvent mixture of 0.1M HCl(aq)/ethanol (1 : 1 by volume).
To account for intensity ﬂuctuations (e.g. caused by bub-
bles of nitrogen entering the detection cell) the recorded ab-
sorbance from triiodide was corrected with the absorbance at
542nm where triiodide does not absorb and the intensity of
the deuterium lamp is still high.
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Table 1. Organic peroxides used in this study.
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benzoyl peroxide
lauroyl peroxide peracetic acid
tert-butyl hydroperoxide
  2 
3 Results and discussion
3.1 Calibration
Several peroxide species were used to calibrate the Peroxide-
LOPAP. Standards were prepared from solutions of hydrogen
peroxide (H2O2; Sigma-Aldrich, solution, 3wt.% in water),
peracetic acid (PAA; Sigma-Aldrich, ∼ 39% in acetic acid,
≤ 6% H2O2), tert-butyl hydroperoxide (tBuOOH; Aldrich,
Luperox® TBH70X, 70wt.% in water), benzoyl peroxide
(BenP; Aldrich, Luperox® A75, 75%, remainder water) and
lauroyl peroxide (LP; Aldrich, Luperox® LP, 97%). Table 1
gives an overview of the chemical structures. Water solu-
ble peroxides, i.e. H2O2, PAA and tBuOOH, were added in
different amounts to the reaction vessel as aqueous solution
(40µM). Solutions were positioned separately within the air-
tight housing and purged for molecular oxygen with ultra-
pure nitrogen (UPN, see Sect. 2.1) before use. Blank val-
ues were measured from the solvent plus potassium iodide
(KI). BenP and LP are soluble neither in water nor in ethanol.
Therefore, standard solutions were prepared in ethyl acetate
(Fluka, purum) and 2.5µl thereof were pipetted on a Teﬂon
ﬁlter and the ﬁlter was analysed analogously to an aerosol
ﬁlter sample (see Sect. 2.3). The blank values were obtained
using a clean Teﬂon ﬁlter.
All samples were allowed to react for 60min at 40 ◦C. In
Fig. 2 the resulting absorbance spectra for H2O2 are shown.
The absorbance at 420 nm is used for calibration and sam-
ple measurement. The presence of triiodide ions in the blank
measurement may result from iodine traces in KI or remain-
ing impurities of molecular oxygen. The level of background
absorbance was already reached after 15min of reaction.
Figure 3 presents the calibration curves of different per-
oxide standards. In Fig. 3a the absorbance data at 420nm
for all measured peroxides in the concentration range 0 to
6µM and the resulting linear least squares regression ﬁts are
shown. All these calibration curves are similar except that of
tBuOOH. At this wavelength, absorbance values up to 1 cor-
relate linearly to the peroxide concentration. The slopes of
the reactive peroxides vary between 0.163 and 0.181 giving
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Triiodide ions were produced from the reaction of hydrogen peroxide (H2O2) at different  3 
concentrations with iodide ions. The concentration of potassium iodide (KI) was 63 mM. The  4 
background spectrum was recorded from the pure KI solution. Absorbance values at 420 nm  5 
and 470 nm were taken for calibration.  6 
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Fig. 2. Absorption spectra of triiodide in 0.1M aqueous
HCl/ethanol (1:1 by volume). Triiodide ions were produced from
the reaction of hydrogen peroxide (H2O2) at different concentra-
tions with iodide ions. The concentration of potassium iodide (KI)
was 63mM. The background spectrum was recorded from the pure
KI solution. Absorbance values at 420nm and 470nm were taken
for calibration.
an average slope of 0.172±0.009 (= ±5.2%). Other stud-
ies used BenP (Docherty et al., 2005; Surratt et al., 2006) or
H2O2 (Nguyen et al., 2010) to calibrate their measurements.
According to Fig. 3a, these calibration curves can be used
equally.
Incontrast,theslopeofthecalibrationcurveoftBuOOHis
0.064whichisjust37%oftheotherstandards.Thereactivity
of tBuOOH may be reduced due to the donating inductive ef-
fect of the tert-butyl group, which stabilises the O-O-bond of
the peroxide group. Moreover, the tert-butyl group is known
to protect neighbouring atoms sterically. Di-tert-butyl perox-
ide being stabilised by two tertiary aliphatic groups is known
to be not reactive at all in the iodometric reaction (Banerjee
and Budke, 1964). We conclude that we can only measure
reactive peroxides quantitatively.
In Fig. 3b, we extended the measurements of H2O2 stan-
dard solutions up to 25µM by using the absorbance val-
ues recorded at 470nm. Due to the lower absorbance at this
wavelengththemeasurementrangecanbeextendedtohigher
concentrations. Figure 4 shows the averaged values for the
four reactive peroxides H2O2, BenP, LP and PAA at 420nm.
Herein eachcurve was ﬁrstblank corrected (i.e. intercept=0)
and the absorbances were averaged for each peroxide con-
centration. From least squares linear regression, we obtained
a slope of 0.174µM−1 with a R2 of 99.96% which deﬁnes
the sensitivity of the method (Inczedy et al., 1998). This
sensitivity was used to calculate the content of peroxides in
aerosols from smog chamber experiments.
Measurements of blank ﬁlters with KI at different days
yielded an averaged blank signal of 0.06±0.006. From this
we derive a limit of detection (cL) of 0.1µM (background
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Fig. 3. (a) Calibration curves for absorbance data at 420nm. Linear ﬁts are shown for 5 different peroxides in the concentration range of
0µM (i.e. KI only) up to 6µM. The slopes from these least squares linear regressions range between 0.064 (tert-butyl hydroperoxide) and
0.181 (hydrogen peroxide). The slope of the less reactive tert-butyl hydroperoxide is about 2.5 times lower compared to those of the other
peroxides. (b) Calibration curve of hydrogen peroxide from the absorbance at 470nm. Peroxide concentrations range from 0µM (i.e. KI
only) up to 25µM. Least squares linear regression gives a R2 of 99.94%.
corrected signal). cL was calculated according to Long and
Winefordner (1983) and is equal to 3 times the background
signal standard deviation divided by the sensitivity. With
respect to smog chamber experiments our detection limit
for a sampling volume of 500l is 0.52nmolm−3, which is
about 2000 times lower than the one reported by Docherty
et al. (2005). This allowed us to perform the smog chamber
experiments at much lower initial α-pinene concentrations.
3.2 Reaction time of triiodide formation
In order to explore the reason for the lower sensitivity of tert-
butyl hydroperoxide and the optimal reaction time we per-
formed calibrations with different reaction times while keep-
ing the temperature at 40 ◦C. Figure 5 shows the temporal
evolution of the absorbance at 420nm from the triiodide for-
mation for 2µM solutions of hydrogen peroxide (H2O2), lau-
royl peroxide (LP) and tert-butyl hydroperoxide (tBuOOH).
For H2O2, the triiodide concentration reaches the maximum
absorbance within 40min and for LP within 60min, while
for tBuOOH the reaction does not go to completion even af-
ter 5h.
This conﬁrms that the different sensitivity for tBuOOH is
mainly due to its much lower reactivity. We conclude that
when using a reaction time of 60 min, we are able to quantify
the reactive peroxide species, i.e. H2O2, peracids and per-
oxides with vicinal carbonyl groups. In contrast, sterically
protected and electronically stabilised peroxide species can
not be captured quantitatively within 60min even at an el-
evated temperature of 40 ◦C. This shows the limitation of
the iodometric peroxide quantiﬁcation and underlines the
importance of a constant reaction temperature to assure the
comparability of all measured absorbance values.
3.3 Aerosol extraction
Banerjee and Budke (1964) quantiﬁed peroxide residues
in organic solvents via iodometry/photometry in acetic
acid/chloroform (2:1 by volume). Recent studies about the
quantiﬁcation of peroxides in aerosol particles used ethyl ac-
etate (Docherty et al., 2005), ethyl acetate/methanol (1:1 by
volume) (Surratt et al., 2006) or water (Nguyen et al., 2010)
for particle extraction. For the test reaction, a mixture of this
extraction solution plus acetic acid/chloroform (Docherty
et al., 2005; Surratt et al., 2006) or acetonitril/methanol
(Nguyen et al., 2010) was then used. In our method we use
aqueous hydrochloric acid solution (0.1M) and ethanol (1:1
by volume) for three reasons: (a) many solvents like esters
contain large amounts of peroxide impurities; (b) the poly-
imid coating of the glass ﬁbers is not inert to mixtures of or-
ganic acids with esters; (c) due to evaporation losses, highly
volatile organic solvents are not suitable for our purging pro-
cedure with ultrapure nitrogen to remove oxygen.
To assess the extraction efﬁciency of our method for per-
oxides with low water/alcohol solubility, such as benzoyl
peroxide (BenP) or lauroyl peroxide (LP), we spiked Teﬂon
ﬁlters with deﬁned amounts of BenP or LP dissolved in ethyl
acetate(seeSect.2.3).Thenweanalysedtheseﬁltersfortheir
peroxide content. We found the expected amount of these
peroxides with our solvents as demonstrated by the corre-
sponding calibration curves in Fig. 3a. Compared to the slope
of the H2O2 calibration curve, the slope of BenP reaches
90% and of LP even 98% of this value.
Another important aspect of the extraction technique re-
lates to the recently shown ability of different types of
secondary organic aerosol (SOA) to produce H2O2 under
aerobic conditions in aqueous solution (Wang et al., 2011).
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Fig. 4. Average of calibration curves from hydrogen peroxide, ben-
zoyl peroxide, lauroyl peroxide and peracetic acid. Measurements
were blank corrected and absorbance values averaged for each con-
centration. Error bars represent ±standard deviation. The green
area illustrates the 95% conﬁdence interval. The slope of this curve
was used to calculate peroxide concentrations from the smog cham-
ber experiments.
This phenomenon was already observed earlier by an ex-
ceedance of Henry’s law by H2O2 associated with aerosols
(Arellanes et al., 2006). The authors suspected that the sam-
pled particles are capable of generating H2O2 in aqueous
solution. Moreover, redox cycling abilities of PM2.5 have
been reported already a decade ago (Squadrito et al., 2001).
All three cited studies performed the peroxide extraction of
aerosols under aerobic conditions and hence did not exclude
possible H2O2 formation during extraction. In our Peroxide-
LOPAP the sampled particles are extracted under anaerobic
conditions to avoid in-situ H2O2 production.
3.4 Peroxides in SOA from α-pinene
With our new instrument we analysed secondary organic
aerosol particles produced in the PSI smog chamber. This
is a 27-m3 ﬂexible Teﬂon bag suspended in a temperature
controlled wooden enclosure (Paulsen et al., 2005). Four
xenon arc lamps combined with 80 black light lamps (SUN
POWER Performance 100W) are used to simulate the so-
lar light spectrum and induce photochemical reactions. SOA
was produced from α-pinene as biogenic precursor. The
experimentsweredoneat20 ◦C.Ascanningmobilityparticle
sizer (SMPS, consisting of a differential mobility analyser
(DMA, TSI 3071) and a condensation particle counter (CPC,
TSI3022))measuredtheparticlesizedistribution,whichwas
converted to a mass concentration assuming spherical par-
ticle geometry with a density of 1.3gcm−3 (Alfarra et al.,
2006; Ng et al., 2007). O3, NO, and NO2 were all continu-
ously monitored.
Fig.5.Timeevolutioncurvesfortheconversionofiodideionstotri-
iodide via molecular iodine (at an iodide concentration of 63mM).
The diagram presents three exponential ﬁts for 2µM solutions of
hydrogen peroxide, lauroyl peroxide and tert-butyl hydroperoxide
at 40◦C. Background levels are subtracted.
The amount of peroxide functional groups was measured
and normalised to the aerosol mass collected. Finally, total
peroxide concentrations were determined in aerosol particles
as a function of chemical age. The molecular weight of per-
oxides was assumed to be 300gmol−1, equal to Docherty et
al. (2005).
3.4.1 SOA from ozonolysis of α-pinene
After setting the relative humidity to 50%, O3 was added
to the smog chamber followed by n-butanol as OH scav-
enger and α-pinene (Aldrich, 98%). Initial concentrations
of reactants were 90ppb of α-pinene, 9.4ppm of n-butanol
and 500ppb of O3. The reaction started with α-pinene in-
jection and the mixture was allowed to react and age for
10h. Ozonolysis of α-pinene was complete after 95min.
Four ﬁlter samples (pore size 3.0µm) were taken during
the experiment and analysed for peroxides as well as orig-
inal aerosol absorbance. Sampling times ranged between 20
and 40min (290–590l). At 420nm all original aerosol sam-
ples showed very low absorbances of 0.001–0.002, which
is small compared to the peroxide measurement uncertainty
(±0.006, see Sect. 3.1). Hence, the triiodide signals did not
have to be corrected for this. The resulting time series of the
peroxide content in the aerosol particles is given in Fig. 6
(red line). The peroxide mass fractions in the suspended par-
ticles ranged between 34% and 12%. It was highest in the
ﬁrst sample which was taken between 15–35min of the re-
action. After 4h of aging, the peroxide content decreased to
17% and seemed then to stabilise at 12–13% after 6h. Both,
Docherty et al. (2005) and Surratt et al. (2006) reported per-
oxidecontentsinSOAfromα-pineneozonolysisof47%and
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Fig. 6. Measured concentrations of peroxides in the aerosol parti-
cles after different reaction times in the smog chamber for ozonoly-
sis as well as for photo-oxidation at low and high NOx of α-pinene.
An average molecular weight of 300gmol−1 was assumed for the
peroxides. Maximum suspended SOA levels are given in legend.
Error estimation includes uncertainties of the absorption measure-
ment, sensitivity, solvent volume and aerosol mass. The largest con-
tribution to the error is from ﬁlter weighing.
49%, respectively. We assume that these cited values are not
from aged aerosol but this remains unclear from their pa-
pers. Docherty et al. (2005) assumed a density of 1gcm−3
for the aerosol volume concentration from their SMPS mea-
surements. Recalculating their peroxide content with a den-
sity of 1.3gcm−3 as used by us yields 47/1.3=36%, which
is in good agreement with our ﬁrst sample measurement. The
aerosol density used by Surratt et al. (2006) is not reported in
their paper.
3.4.2 SOA from photo-oxidation of α-pinene
We performed two experiments with different NOx concen-
trations. First, nitrous acid (HONO) was added to the smog
chamber as an OH radical source. As reagent solutions,
10mM sulfuric acid and 1mM or 3mM sodium nitrite so-
lution were used in a HONO generator similar to the one of
Taira and Kanda (1990). Gaseous HONO was purged into the
chamber by pure air and the gas ﬂow was adjusted to main-
tain a constant HONO level. The initial concentration of α-
pinene(98%,Aldrich)was40ppbinbothexperiments.After
reactants had been allowed to mix for 15min, the photo-
oxidation reaction was started by switching on all lights.
In the ﬁrst experiment the relative humidity was 53%
and the initial NO concentration was 0.35ppb. The reac-
tion was continued for 10h. Five ﬁlter samples (pore size
1.0µm) were taken during the experiments and analysed for
peroxides as well as aerosol absorbance. Sampling times
ranged between 60 and 120min (535–1066l). At 420nm, all
sample extracts again showed a very low original aerosol ab-
sorbance of about 0.001, which is small compared to the per-
oxide measurement uncertainty. As for the ozonolysis exper-
iments, the triiodide signals did not have to be corrected for
aerosol absorbance. The time series of the measured perox-
ideconcentrationsisincludedinFig.6(greenline).Although
the maximum aerosol mass concentration as determined by
SMPS measurements was only 43µgm−3, the measured per-
oxide amounts were still at least 10 times above the limit
of detection (LOD). Peroxide mass fractions ranged between
18% and 5%. During the ﬁrst four hours of the experiment,
the mass fraction was constant at about 17% and decreased
thereafter continuously, reaching 5% at the end of the exper-
iment. The NO mixing ratio started to increase 4h after lights
on from the initial 0.35ppb to reach ﬁnally 1.8ppb at the end
of the experiment.
In the second experiment HONO and α-pinene were
added to the smog chamber as described before. To generate
higher NOx conditions via the HONO source, we used 3mM
sodium nitrite solution and an increased ﬂow of pure air to
purge gaseous HONO into the chamber. We also introduced
ammonium hydrogen sulfate as a seed aerosol. The mode of
the seed aerosol was at a diameter of 48nm and its initial
mass concentration was 26.5µgm−3. The relative humidity
was set to 82% to provide a wet aerosol to the condensing
secondary organic aerosol species. After 15min of mixing,
the photo-oxidation was started by turning on all lights. The
initial NO mixing ratio was about 3.3ppb in the beginning,
decreasedduringtheﬁrsthourandstabilisedatabout1.8ppb.
TheSOAconcentrationreachedamaximumof95µgm−3 af-
ter about 3h of reaction. Aerosol particles were collected on
impactor steel plates for 60min (∼ 430l each). Three sam-
ples were taken. The resulting peroxide concentrations in the
ﬁrst 3h after lights on are given in Fig. 6 (blue line). The
level slightly decreased from 6.4% to 5.5%.
Peroxides are formed in the gas phase via the bimolecu-
lar combination of peroxy radicals (HO2 +RO2). Compet-
itive to this channel, peroxy radicals are removed by NO
to form NO2, alkoxy or OH radicals. We compared the
simulated formation of the ﬁrst generation peroxide prod-
uct hydroperoxy-pinanol and the second generation prod-
uct perpinonic acid for the two experimental cases using the
masterchemicalmechanism(MCM3.2,http://mcm.leeds.ac.
uk/MCM/home.htt). These two compounds were considered
surrogates of peroxides which can partition into the particle
phase. Both, hydroperoxy-pinanol and perpinonic acid con-
centrations were roughly a factor of three higher in the low
NOx case after 3h of simulation. This is in fairly good agree-
ment with the three times higher peroxide content in the low
NOx experiment compared to the high NOx experiment.
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4 Conclusions
Our new peroxide long path absorption photometer
(Peroxide-LOPAP) is sensitive enough to quantify peroxide
concentrations in smog chamber experiments at typical at-
mospheric concentrations of volatile organic compounds and
aerosols. Moreover, we are able to take several samples dur-
ing a smog chamber experiment to follow the trend of the
peroxide content in the aging aerosol with a time resolution
of about 0.3 to 1h.
The experiments performed conﬁrmed the dependence of
the peroxide concentrations on the NOx concentration. The
peroxide levels were highest for the ozonolysis of α-pinene
and decreased with increasing NOx concentrations. Even at
NO levels of 2–3ppb, we could still measure peroxides in the
aerosol. Model simulations predict a similar decrease in per-
oxide concentrations as observed between low and high NOx
experiments. However, this could also be by accident. It may
be that acylperoxynitrates might contribute to the measured
signal. However, from a chemical point of view, these com-
pounds are also peroxides. There is also the possibility that
other oxidative compounds, e.g. quinones or metal ions, are
present which could transform iodide into iodine. We do not
expect either of these in our experiments but this might be an
issuewhenthisanalyticalmethodisappliedtoothersamples.
Wang et al. (2011) observed H2O2 in SOA from α-pinene
photo-oxidation experiments at high NO levels. They spec-
ulated that H2O2 was likely formed in decomposition or
hydrolysis reactions of hydroperoxides. The peroxide levels
found in our study would be high enough to explain their ob-
servations of H2O2. Acid catalysed decomposition has been
shown to be rather slow (Miner and Hagan, 1972; Seubold
and Vaughan, 1953). Based on those data, we estimate that
the decomposition of the reactive peroxides by hydronium
ions would be below 5% within 60min. We also do not have
experimental evidence for this effect. Surratt et al. (2006)
could not detect peroxides in SOA from isoprene under high
NOx conditions. This may be due to the fact that the perox-
ide amount was below their detection limit or the NOx levels
were higher than in our experiment.
An interesting feature was observed from the time trends.
Both for ozonolysis and low NO photo-oxidation, a decrease
of the peroxide content over time was observed, although the
aerosol mass did not increase any further. This indicates a de-
composition or hydrolysis of a large fraction of peroxides in
the aerosol within a few hours. Surratt et al. (2006) reported a
similar observation from isoprene SOA produced under low
NOx conditions.
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